The fingerprint, a false-positive fern test.
Microscope slides were prepared to confirm the presence of ferning from a 32-week gestation with possible premature rupture of the membranes. Although no amniotic fluid was seen in the vagina, an atypical ferning pattern was produced and was again reproducible with fingerprints on the glass slide. Guidelines to recognize and avoid this source of error are outlined.